[The measurement of p30 level in the normal human seminal plasma by the Beckman immunochemistry system using anti-30 serum].
This paper is the first report about the measurement of p30 level in the normal human seminal plasma by the Beckman immunochemistry system (ICS) using anti-p30 serum. The p30 levels of 108 samples of normal human seminal plasma were measured. The range of p30 level was 0.2996-4.3913 mg/ml. The square root transformation statistical analysis indicated that the coefficient of skewness was 0.0237 the coefficient of kurtosis was -0.8854, the p30 level in normal human seminal plasma fitted the square root normal distribution, the mean was 1.6236 mg/ml and the standard deviation was 0.1641 mg/ml.